POLICE DEPARTMENT

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

I hereby attest that Charles Trescher is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

I certify that the attached documentation of Standard Quality Assurance

Procedures and/or Standard Calibration Check Procedure are full, true and
correct copy of the original.

el e

Signature
STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )
. . \:, = S —
Subscribed and sworn to before me this — ~{ -+ dayof . T iy
e\ by
[ gl ¥ Ve e N L
- NOTARY PUBLHE ’
[APR Y N
o g
DATE
Commission expires:
JESSICA SOSSAMAN
Notary Public - Arizona
- Mohave County
My Comm. Expires Sep 17, 2019
Area Code 928
Administration ....................... 855-4884 Fax #'s EMErgency ........cccvvvvevieeeeeeceiiiennnn 9-1-1
Business Office ...................... 855-1171 Administration ............cecevenes 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations ......................... 855-5775 Business Office .................... 680-5431 TDD 855-4114
Patrol .....vv oo 855-0515 Investigations/Patrol ............. 680-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police@lhcaz.gov



EXHIBIT -2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C.RI13-10-104 (4)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MQDEL 8000

STANDARD CALIBRATION CHECK PROCEDURI?

QA SPECIALIST T AGENCY ’ e

DATE - _TIME i s ——

INTOXILYZER SERIAL # : ' _ _LOCATION . =7 % TN o

¢, 3’ 1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution -~ . AC,
OR

Pour a standard alcohol concentration solution AC, inte a clean dry simulator and assemble the
simulator. Ensure that a tight scal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C
(. ¥ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
() 3. Gotothe“Control Testing Meau”. Select “D” for dry coatrol test or “W” for wet control test. After selection is
o made press ENTER.
() 4. Ajr blank completed.
(¥ 5. Calibration check completed. Test results 0% - AC.
(“_,’v")- 6. Air blank completed.
(.- ) 7. Remove printed recard. Attach the record to the completed checklist.
SIGNATURE_ o e

DPS Form Exh G-2 (Rev 05-01)
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EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST __+ ({2 o r AGENCY _L.Abie ity v "Iy P
DATE VDI e B B TIME JTHT as
v oae T LOCATION & fim ¢ Faiy

INTO)(ILYZER SERIAL# : ¢ <%

€ ') 1. Display Reads “PUSH BUTTON TO START™

DIAGNOST[C TESTS
(L '5/1/ . Clock time check.

(") 2. Date check.

OPE K;‘s,'l'IONAL TESTS
(. j . Alcohol-free subject test result 0. '« AC.

( , L Error recognition logic system funcnonmg
yd Not a Successfully Completed Test Sequence printed
( i ) 3. Proper sample recognition system.
,,/ Not a Successfully Complcted Test Sequence printed
- Deficient sample printed. s
R AC. Result0.__- {7 AC.

( ) 4. Standard Calibration Check standard O.

/

YES ¥V NO

Instrument is operating properly and accurately.

COMMENTS

SIGNATURE """

DPS Form Exh G4 (Rev 05-01)




INTCXILYOER 2000
Lhocation: 1.HOC MAIN CALL
Sorial Number: 80 007273
Cere VWersion: 8105 ,.48

N 17:43:30

standard Toté#: 202757 00A°
Last Changed By: J. SONDKOL PER:Y.

UL TRESUHER #219
CAKZ HAVAST DY PD

Operatur: C. TRESCHER #2179
LAKEK HAVASU CI1TY PD

Sulr ot 0 SOAR, TEST
DOB: 10,/19°17378

Sex: M Weloght o 220

>

15 Minute Deprivation Period? Ves

Toot g/2iCL Time
Altr Blank 0.000 17:44:40
Diagnostic 'l'ost ass 17
Arr RB_anx 0.000 1
G.102 Cal Jhook 0.098 17:46:03
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*Segquene Abortedd
PrAImpropor Samploe

Not a Successfully Completed Test Sequence




INTOXILYZER 80350
Location: LHC MAIN JAIL
Serial Number: 80-001873
Core Version: 8105.48

10/01/2016 17:43:30
Standard Tot#: 22315100A1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #219
LAKE HAVASU CITY PD
Operator: C. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST

DOB: 10/19/1978

Sex: M Weight: 220

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Alr Blank 0.000 17:44:40
Diagnostic Test Pass 17:45:15
Air Blank 0.000 17:45:42
0.1700 Cal Check 0.098 17:46:03
Air Blank 0.000 17:46:33
Subject Test C.000 17:46:52
Air Blank ABRT* 17:46:59
Air Blank IPS** 17:47:07

*Seqguence Aborted
**Improper Sample

Not a Successfully Completed Test Sequence




INTOXiILYZER 8C00
Location: LHC MAIN JAIL
Serial Numbecr: 80 001873
Core Version: 8705.48

10/01/2016 17:43:30
Standard Lot#: 22315100A1

Last Changed By: J. SONDROL #187
QAS: C. TRESCHER #2109

LAKE HAVASU CI'l'y PD

Operator: C. TRESCHER #2109
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Rlank 0.000 17:44:40
Diagnostic Test Pass 17:15:15
Air Blank C.000 17:45:42
0.100 Cal Check 0.098 17:46:03
Air Blank 0.000 17:46:33
Subject Test 0.000 17:46:52
Alr Blank ABRT* 17:46:59
Alr Blank IPS** 17:47:C7

*Sequence Aborted
**AImproper Sample

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

Location: LHC MAIN CAILL

Serial Number: 80-001873

Core Version: 8105.48

10/01/20%76 17147 :49

Standard Lot#: 22315700A1
Last Changed By: J. SONDROL #187
QOAS: . TRESCHER #2199

LAKE HAVASU CITY PD

Operator: €. TRESCHER #219
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/1978
Sex: M Weight: 220

P

'S Minute Deprivation Period? Yes

Test g/210L T1ime

Alir Blank 0.000 17:48:46
Diagnostic Test Pass 17:49:21
Air Blank 0.0C0 17:49:49
0.100 Cal Check 0.098 17:50:09
Air Blank 0.000 17:50:39
Subject Test 0.031* 17:53:46
Air Blank 0.0003 17:54:17
Air Blan 0.000 17:54:45
Subject Test XXXHA* 17:55:13
Alr Blank REI*** 17:55:27

*Deficient Sample
**Tnvalid Sample

Begin new deprivation pericd
***REFI Detecl

Not a Successfully Completed Test Sequence




INTOXILYZER 8000

T.ocation: LHC MAIN JATL

Serial Number: 80-001873

Core Vergicn: 8105.48

T0/01/2018 17:47:49

Standard Lot#: 224315700A°

Last Changed By: J. SONDROL #187
QAS: C. TRESCERER #219

LAKE HAVASU CITY DD

Operator: . TREICHER #2219
LAKE HAVASU CITY PD

Sukbject: SQAP,TEST
DOB: 1¢/19/1978
Sex: M Weight: 220

5 Minute Deprivaticn Period? Yes

Test g/ 210L Time

Alr Blank 0.0C0O 17:48:46
Diagnostic Test Pass 17:49:21
Air Blank 0.0060 17:49:49
0.100 Cal Check 0.098 17:50:09
Alr Blank 0.000 17:50:39
Subject Test 0.031% 17:53:46
Alr Blank 0.00¢C 17:54:17
Ailr Blank C.000 17:54:45
Subject Test KXX** 17:55:13
Alr Blank REI*** 17:55:27

*Deficient Sample
FrInvalid Sample

Begin new deprivation period
*AHARETI Detect

Not a Successfully Completed Test Sequence




INTOXTTYZER 8000
Locatiaonrn: LHC MAIN JATL
Serial Number: 80-001873
Core Version: 8'05.48

TS0/ 2006 17:47:49
Standard Lot#: 2231510041

Last Changed Ry: J. SONDRG.L #187
QAS: C. TRESCHER #21G

LAKE EAVASU CITY PD

Cperator: C. TRESCHER #2719
LAKE HAVASU CITY PD

Subject: SQAP,TEST
DOB: 10/19/7978
Sex: M Welight: 220

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.C00 17:48:46
Diagnostic Test Pass 17:49:2"
Alr Blank 0.000 17:49:49
0.100 Cal Check 0.298 17:50:09
Air Blank 0.000 17:50:39
Subject Test 0.031* 17:53:46
Alr Biank 0.000 17:54:17
Alr Blank 0.000 17:54:45
Subject Test XXX ** 17:55:13
Alr Blanx REI**x* 17:55:27

*Deficient Sample
**Invalid Sample

Beglin new deprivation period
**XREL Detect

Not a Successfully Completed Test Sequence



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8660

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST | "h1 o v o AGENCY " v T T s

DATE Lo TIME o

INTOXILYZER SERIAL # S _LOCATION Lo e L

( ) 1. Ensure that gas tank is attached ¢o instrument and c?ntains a standard alcohol concentration solution . .~ AC.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turm on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “Control Testing Menu”. Select “D” for dry contral test or “W™ for wet control test. After selection is

made press ENTER.

Air blank completed.
Calibration check completed. Test results 0. AC.

4
5

7 6. Air blank completed. .
7. Remove printed record. Attach the record to the completed checklist.

e /’;'.‘_,.—w""";ﬂ o o -
SIGNATURE ‘ “d.-c{ s _Ng,;_é‘)/—f'-wm-j:_::‘-‘f‘-'-““""— R

DPS Form Exh G-2 (Rev 05-01)
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